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Abstract. A series of in-line curvature sensors on a garment are used
to monitor the thoracic and abdominal movements of a human during
respiration. These results are used to obtain volumetric tidal changes
of the human torso in agreement with a spirometer used simulta-
neously at the mouth. The curvature sensors are based on long-period
gratings LPGs written in a progressive three-layered fiber to render
the LPGs insensitive to the refractive index external to the fiber. A
curvature sensor consists of the fiber long-period grating laid on a
carbon fiber ribbon, which is then encapsulated in a low-temperature
curing silicone rubber. The sensors have a spectral sensitivity to cur-
vature, d /dR from 7-nm m to 9-nm m. The interrogation tech-
nique is borrowed from derivative spectroscopy and monitors the
changes in the transmission spectral profile of the LPG’s attenuation
band due to curvature. The multiplexing of the sensors is achieved by
spectrally matching a series of distributed feedback DFB lasers to the
LPGs. The versatility of this sensing garment is confirmed by it being
used on six other human subjects covering a wide range of body mass
indices. Just six fully functional sensors are required to obtain a volu-
metric error of around 6%. © 2007 Society of Photo-Optical Instrumentation Engi-
neers. DOI: 10.1117/1.2821198
Keywords: curvature sensing; long-period gratings; respiratory monitoring.
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oninvasive measurement of thoracoabdominal surface mo-
ion can provide a comprehensive appreciation of respiratory
unction and enhance our understanding of respiratory physi-
logy. Knowledge of the total and regional deflection of the
urface during breathing not only provides a key to the volu-
etric flow of gases, but also provides insight to the thoracic
nd abdominal contributions and the recruitment of muscles.
ntil now, research in this field has been predominantly labo-
atory based; however, the provision of a reliable quantitative
linical tool used for making ventilatory measurements in am-
ulatory patients would advance routine respiratory function
onitoring to a point similar to that accomplished with 24-h
ardiovascular monitoring in recent years. Surface sensing of
entilation from the chest and abdomen would allow real-time
entilatory monitoring of subjects in difficult environments,
uch as critical care wards in hospitals or during occupational
xposures to noxious agents. In this way, this methodology
ould facilitate the diagnosis and management of several pul-
onary conditions such as occupational asthma, for example.
Konno et al.1 first demonstrated that respiratory gas flow
ould be measured at the surface of the chest and abdomen,
hus negating the need for measurement of flow at the mouth,
hich is the clinical standard at present. A number of mea-
ddress all correspondence to Thomas Allop, Aston Univ., Aston Triangle-
irmingham, West Midlands B4 7ET, United Kingdom; Tel: 440121–204–
484; Fax: 440121–359–0156; E-mail: t.d.p.allsop@aston.ac.uk
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The paradigms include: respiratory inductive plethysmogra-
phy RIP,2 optical reflectance plethysmography ORP,3 and
the use of magnetometers.4 Each of these has certain limita-
tions for use in ambulatory respiration monitoring. These per-
tain to the accuracy over wide variations in tidal volume and
changes in posture after the calibration of RIP.5 This can be
addressed by using a sensor array;6however, the solution re-
lies heavily on model-based signal processing. The cost and
realization of a sufficiently dense array of magnetometers is
prohibitive. While the ORP methods lack such limitations,
they rely on an off-body reference with which to track speci-
fied anatomical locations. Present instrumentation is bulky
and generally has to be operated while the patient occupies a
confined area. It follows that the technique is not suitable for
routine ambulatory monitoring.
The fundamental requirement is to create a highly compli-
ant sensor with which to track selected anatomical positions
on the chest and abdomen surface. A possible solution to this
problem is to use fiber long-period grating LPG as the sens-
ing element. Recent work7–10 using fiber LPGs to monitor
shape changes bending is promising, but there is one major
disadvantage: to interrogate LPGs, expensive broadband light
sources and optical spectrum analysers OSAs are usually
required.1083-3668/2007/126/064003/13/$25.00 © 2007 SPIE
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JThis work describes research investigating a possible solu-
ion to this problem involving an array of LPG curvature sen-
ors interrogated by a set of distributed feedback lasers. First,
t is shown that this curvature sensor is suitable for the appli-
ation of respiratory plethysmography. Second, the curvature
ensors are adhered to a garment to enable them to be used to
etect the shape variations of the chest and abdominal regions
f a human torso during respiration using the transmission
pectrum of the LPGs’ attenuation bands. Third, a curvature
ensor array is used in conjunction with a signal-processing
cheme based on derivative spectroscopy11 to show the mul-
iplexing capability of the interrogation scheme and to dem-
nstrate the monitoring of a human subject during respiration.
ourth, analysis is performed on the acquired data to show
hat data from only six fully functional sensors is required to
btain approximately 6% volumetric error for the human sub-
ect used. Finally, the curvature sensing garment is used to
onitor a variety of human subjects with body mass indices
rom 18 to 32. To the best of the authors’ knowledge, this is
he first application of a multiplexed LPG array.
Potentially, this sensing scheme can be both relatively in-
xpensive to implement and compact in size, meaning that the
ntire system could be attached to the patient being moni-
ored.
Curvature Sensor
he curvature sensor utilizes an LPG as the sensing element.
PGs are photoinduced fiber devices that couple light from
he core of a single-mode optical fiber into the cladding at
iscrete wavelengths, thereby generating attenuation bands in
he transmission spectrum of the optical fiber core see Fig.
.
Over the last few years, the fiber LPG has found numerous
pplications in the field of sensing. This is because the LPGs
re sensitive to strain , temperature T, and the surround-
ng refractive index ns.10,12 Most relevant to the current
ork, LPGs have also been used as curvature sensors,13,14
ince the LPG’s attenuation bands are spectrally sensitive to
ending, which induces both a wavelength shift and a change
n the spectral profile of the attenuation band. The wavelength
hift of the attenuation band arises from the phase match con-
ition of the LPG, given by9
i = neff neffcore,n1,n2,T,,R
− neffcladding
 i,n1,n2,T,,ns,R , 1
here neffcore is the effective index of the core mode and
effcladding
 is the effective index of the ’th radial cladding
ode, both indices being also dependent on the core and clad-
Fig. 1 Optical fiber long-period grating.ing refractive indices and wavelength .  is the period of
ournal of Biomedical Optics 064003-
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attenuation band, the magnitude of the spectral shift induced
by the measurands , T, ns is dependent on two factors: the
difference between the effective refractive indices of the core
and cladding modes, and also the difference between the
group effective refractive indices of the two modes.14 The
spectral sensitivity of LPGs to bending arises from two major
components: the varying strain across the fiber and the effec-
tive change in the refractive index profile of the fiber induced
by the bend itself. These can be visualized by the conformal
mapping technique.15 The bending of the optical fiber induces
changes to the propagation constants of the cladding modes,
thus changing the group refractive indices as well as the ef-
fective refractive indices.
The main component of the curvature sensor is the LPG
with a length of about 7 cm that is written in a progressive
three-layered fiber using the point by point method.16 The
result of using such a fiber is that the LPG produces attenua-
tion bands that are insensitive to changes in the surrounding
medium’s refractive index. The LPG is laid on a carbon fiber
ribbon, the arrangement then being encapsulated in a low-
temperature 90°C curing silicone rubber. This type of sili-
cone rubber is used to prevent significant changes to the
LPG’s attenuation bands due to thermal annealing see Fig.
2. The use of the progressive three-layered fiber prevents
there from being any shift in the LPG’s attenuation bands
when it is embedded in the rubber.
The sensor construct was designed to prevent the fiber
from experiencing significant axial strain while at the same
time providing a flexible stage for bending as well as a ther-
mally insulating layer, reducing the effects of rapid ambient
temperature fluctuations. The thermal spectral sensitivity re-
sults are illustrated in Fig. 3, along with the normal tempera-
ture variation of the skin.17 The sensor is intended to be worn
close to the skin and be insulated from the surrounding air,
and so this is the temperature range that the sensor must nor-
mally accommodate.
Measurements were preformed on the attenuation band as-
sociated with HE1,3 cladding mode at a wavelength of
1510 nm. The temperature sensitivity was measured by im-
mersing the sensor in a bath of hot water and monitoring the
wavelength shift as the water cooled. This approach gave a
sensitivity of d /dT=0.0964±0.510−3 nm°C−1. It should
be noted, however, that this way of determining the tempera-
ture sensitivity may not necessarily correspond all that well to
the way in which the sensor will be used in practice. The
sensing fiber is embedded inside an insulating material and in
the intended application; while one side of this material is
exposed to the vagaries of the environment, the other side will
be closer to body temperature, reducing the temperature varia-
Fig. 2 The curvature sensor.tion experienced by the grating. It is worth noting that the
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Jemperature sensitivity of long-period gratings is dependent
n the difference in thermo-optic coefficients of the materials
sed for core and cladding glass;9 these can, in principle, be
ontrolled to make the LPGs insensitive to temperature varia-
ions.
The second investigation was to determine the influence of
ransverse compression on the sensor. This was achieved by
lacing flat weights on the top curved surface of the sensor,
hich was itself placed on an optical bench. The experimental
esults are shown in Fig. 4. The compression load applied to
he sensor ranged up to 23 N much higher than any likely
orce in the intended application. There was a small variation
f the central wavelength of the attenuation band observed 
±0.3 nm, but there was no general trend observed as a
unction of compression. The wavelength variation is prob-
bly due to a lack of reproducibility in the positioning of the
oad and small temperature variations. The error bars shown
n Fig. 4 again indicate the accuracy of the OSA used.
The effect of axial strain on the spectral characteristics of a
urvature sensor was also investigated. This was done by
lamping the curvature sensor between two towers; one of the
lamps was mounted on a translation stage, which was moved
utward to induce an axial strain in the sensor. The sensor was
eld in two ways, first by clamping only the rubber section of
he sensor, and second by clamping to both the rubber and
arbon fiber sections of the sensor see Fig. 5. The axial
train sensitivities for both clamping arrangements were
ound to be similar, being 5.9510−5 nm −1 for the
lamping of both rubber and carbon, and 5.98
Fig. 3 The spectral sensitivity of a curvature sensor LPG period=35
ig. 4 Spectral stability of the curvature sensor with a sensing element
−6nder compression LPG period=35010 m.
ournal of Biomedical Optics 064003-
Downloaded from SPIE Digital Library on 17 May 2011 to 110−5 nm −1 for clamping just the rubber. These figures
can be compared favorably with the strain sensitivity of the
bare fiber, 3.9510−4 nm −1. Thus the carbon fiber may
have reduced considerably the sensitivity to axial strain of the
packaged sensor.
3 Interrogation Schemes
For the work described, three different methods for interrogat-
ing the LPGs have been implemented. Basic testing was car-
ried out using an OSA for direct monitoring of the wavelength
of the center of the attenuation band. Such an approach is
convenient in the laboratory but undesirable in a practical
system due to reasons of cost, size, and low data rate. Conse-
quently, two variant interrogation schemes based on deriva-
tive spectroscopy have been developed, one involving analog
continuous modulation of the optical source—a distributed
feedback DFB laser—and the other digital discrete modu-
lation.
Derivative spectroscopy was originally developed for
wavelength modulation absorption spectrometry, and usually
involves applying a small sinusoidal wavelength modulation
to the optical source wavelength.18 This technique is mostly
used for environmental monitoring and remote sensing, as
well as spectrochemical applications, e.g., NO2 and CCL4
detection.
We have implemented this approach to detect the changes
in the spectral transmission profile of the LPG’s stop band
induced by the bending of the LPG. Modulating the DFB
laser wavelength at a given frequency will generate a series of
harmonics at the modulating frequency19 in the output signal
transmitted by the LPG. It has been shown that the in-phase
component of the n’th harmonic output is proportional to the
n’th derivative of the spectral profile under investigation.18
The amplitudes of the first and second harmonics are there-
fore proportional to the first and second derivatives of the
spectral transmission function of the sensor, and the utility of
our approach relies on the ratio of those derivatives being a
unique function of the position in the spectral profile, as well
as being independent of any attenuation in the system. We
have previously reported this interrogation technique in a sys-
tem where a single LPG was interrogated using a pigtailed
19
−6 m. The error bars indicate the accuracy of the OSA ±0.04 nm.DFB laser as the light source.
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JWe refer to the prior technique as analog derivative spec-
roscopy. For our latest work, a digital variant on this ap-
roach was also employed, where the DFB laser wavelength
as cycled through three discrete values, with the transmitted
ntensity being recorded each time. The derivatives of the
pectral profile are then approximated using these difference
alues see Fig. 6. This digital derivative spectroscopy ap-
roach was more convenient to interface to the
icrocontroller-based signal processing system developed for
his project. In the final system, two DFB lasers were used to
ddress a total of up to ten curvature sensors.
Characterization of Curvature Sensors
calibration of the curvature sensors was first performed, the
ending of the LPG sensor being achieved using the experi-
ental setup shown in Fig. 7.
The LPG sensor was clamped between two towers; one of
he clamps was mounted on a translation stage, which was
oved inward to induce a bend in the optical fiber. For this
rrangement, where the LPG is midway between the clamps,
ef. 20 gives the sensor’s curvature R as:
R =
2 · d
d2 + L2
, 2
here L is the half distance between the edges of the two
owers and d is the bending displacement at the center of the
PG.
Fig. 5 a Schematic of the axial strain arrangement. b CFig. 6 A schematic of the interrog
ournal of Biomedical Optics 064003-
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were monitored with an OSA as a function of curvature to
assess the performance of the curvature sensor in terms of
curvature range and sensitivity. An example of the spectral
sensitivity of a sensor period=53210−6 m, length=6 cm
is shown in Fig. 8a. Having obtained this information, the
digital derivative spectroscopy interrogation technique could
be implemented and optimized, by adjusting the central wave-
length of the DFB laser and the size of the wavelength steps.
Figure 8b illustrates, using a parametric plot, the evolution
of the amplitudes of the first and second harmonics as the
curvature is varied over the range 0 to 4.2 m−1, while Fig.
8c is the calibration curve showing the output from the sys-
tem obtained by taking the arctangent of the ratio of the first
and second harmonic amplitudes as a function of sensor cur-
vature.
Consideration needs to be given to the sensitivity of the
sensors to other environmental parameters, the main one be-
ing temperature. Using the OSA to interrogate a curvature
sensor, a spectral sensitivity of 6.87±0.11 nm m was found
in approximately the linear response region. Modeling of the
complete spectral response of the curvature sensor using a
sixth order polynomial see Fig. 8a results in a curvature
error rms deviation from the polynomial of ±0.035 m−1.
Taking into account the normal bodily temperature variation
of 3°C leads to an overall error in curvature of ±0.068 m−1.
Implementing the digital derivative spectroscopy interroga-
tion technique introduces an error of ±0.062, obtained by fit-
ng onto rubber. c Clamping onto the carbon fiber strip.lampiation/multiplexing scheme.
November/December 2007  Vol. 1264
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Jing a sixth order polynomial to the inverse tangent of the
atio of the first and second derivatives, which translates to a
imilar curvature error of ±0.067 m−1. When normal bodily
emperature variations are taken into account, this yields a
otal error in curvature of ±0.086 m−1.
The major environmental parameter that will affect this
urvature sensing scheme is the intrinsic temperature sensitiv-
ty of the LPG. This can, in principle, be overcome by using a
iscrimination scheme such as that described in Ref. 21, but
o assess the validity of such an approach, it is necessary to
haracterize the temperature-curvature cross-sensitivity. To do
his, a similar procedure was adopted to the one described in
ef. 22. Using a Taylor expansion for the temperature and
ending-induced change in wavelength, and also assuming
hat there is a linear relationship between wavelength shift of
he attenuation band and both curvature R and temperature
T, we have the following expression, which contains the
ross-sensitivity in the final term on the right hand side:
	 = neff +

T
· 	T +

R
· 	R +
2
R  T
· 	T	R . 3
Using the expression given in Ref. 10 for d /dT and
ifferentiating with respect to curvature R yields the follow-
ng expression for the spectral cross sensitivity,
Fig. 7 Schematic
ig. 8 An example of the calibration procedure using the digital deriv
ensor measured using an optical spectrum analyzer to check the usab
function of curvature. c Optimizing the output response of the s
aximized sensitivity.
ournal of Biomedical Optics 064003-
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T  R
=
− 	
 · 
neff − ng2
·  neff
R
−
ng
R 
+  · 2neff
ng
·
neff
R
− 	neff
ng

2 · ng
R 
+  ·
neff2
ng
·

R
.
The undefined terms in this expression are , the thermal
expansion coefficient of the core, and 	
, the differential
thermo-optic coefficient between the core and the cladding
material, given in Ref. 23. Using the results obtained from a
2-D curvilinear hybrid mode eigenvalue equation and the con-
dition that the amount of birefringence induced in a typical
single-mode fiber is negligibly small for curvatures pure
bending of 2 m−1,24 i.e., there is no splitting of the attenu-
ation band, the spectral cross-sensitivity between temperature
and curvature was calculated to be 310−3 nm m°C−1. This
figure is small. Over the experimental measurement range, it
gives a relative cross-sensitivity error of 0.08% of full scale
curvature /°C, which is completely negligible.
ding apparatus.
pectroscopy interrogation technique. a The spectral response of the
vature range. b Parametric plot of the first and second derivatives as
scheme as a function of curvature, to obtain the best linearity withative s
le cur
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JMonitoring Simulated Respiration Using a
Curvature Sensor Array
irst, to validate the sensor design and the use of the deriva-
ive spectroscopy interrogation technique for the intended ap-
lication, a commercial manikin used as a resuscitation train-
ng aid is employed.25 This comprises a rigid underframe,
ver which is stretched a polymer skin. An air bag placed
etween the frame and skin, when inflated or deflated, is then
sed to simulate expansion and contraction of the surface of
he torso in similar volumetric proportions to that of breath-
ng. This provides a test platform of similar dimensions and
hape variation to those that are expected in use, but with
asily controllable and highly reproducible shape changes.
Two in-line curvature sensors were used to record the
ariation of the curvature at various states of inflation from 0
o 0.9 L in increments of 0.3 L. Two locations were simulta-
eously monitored over the volume range, with the sensors
hen being moved to different locations and the manikin in-
ated using an Ambubag over the same volume range. The
urvature was measured in two ways, first by monitoring the
avelength shift of the transmission spectrum obtained from
n OSA, and second using the derivative spectroscopy inter-
ogation technique described earlier. It was found that the
ensing scheme was readily able to detect the variations in the
urvature. Examples can be seen in Fig. 9, which depicts the
tatic reconstruction of surface curvature from the manikin
sing commercial computer-aided design software Solid-
orks, Concord, MA.26 In this case, the overall profile is
etermined by successively linking the arcs of curvature in
heir respective planes. Figure 9a shows the location of sens-
ng sites on the manikin at the edges of the triangular patches,
iving 13 sensors two on the top edge. Smoothing of the
rofile is accomplished by setting peripheral relationships be-
ween curves and the application of lofting algorithms built
nto the software. Of course, the relatively small number of
ensing locations employed in this experiment reduces the
delity of the model. Figure 9 shows that the sensors are
ensitive enough to distinguish between various inflation vol-
ig. 9 Shape reconstruction of a resuscitation training manikin using
t 13 locations: a shows the overall reconstruction of the manikin, ames, as shown in the lateral profiles in Fig. 9b.
ournal of Biomedical Optics 064003-
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Curvature Sensor Array
A preliminary experiment was conducted to confirm the suit-
ability of the curvature sensors to the application of human
plethysmography. This was achieved with four curvature sen-
sors length of 15 cm in an in-line series configuration. The
sensor array was stitched to a Lycra band for a practical
evaluation of the sensors. All the curvature sensors used for
this evaluation had similar spectral sensitivities ranging from
about 7 nm m to about 9 nm m with a curvature resolution
of 3.510−2 m−1.
The Lycra vest was placed on a human male torso in two
different orientations; first so that the array covered the front
of the torso rectus abdominus/sternal pectorallis major re-
gion, and second with the array along the side of the torso,
under the arm internal/external oblique region. The sensors
were illuminated with a broadband light source, and the wave-
length shifts of the attenuation bands were monitored with an
OSA controlled by a computer see Fig. 10. The capture rate
was limited to about 0.5 Hz due to the delay in transferring
data from the OSA to the computer.
The sensor array monitored the thorax movement of a sub-
ject taking a long tidal breath. An example is shown in Fig.
11a of the curvature variation of one sensor located on the
front of the torso. As a control, with the subject holding their
breath, several measurements were recorded and the noise in
the system—as represented by their deviations—was found to
be the same as obtained in the initial characterization of the
sensors. Thus no additional error had been introduced by
mounting the sensors on the vest.
Inspecting Fig. 11a and the responses of the other curva-
ture sensors revealed variations in curvature for different long
tidal breaths, but this is expected due to the fact that we were
monitoring a human rather than the manikin, the movements
of which are far more reproducible. The important point is
that the general behavior is the same during each breath, and
this was found for all the sensors at the various locations on
the thorax.
While the sensors were being monitored, the exhaled vol-
ivative spectroscopy interrogation scheme with the curvature sensors
shows a side view of the profile of the manikin at various inflations.the der
nd bumes were simultaneously recorded at the mouth of the sub-
November/December 2007  Vol. 1266
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Ject using a turbine transduction spirometer system Micro
edical, United Kingdom. Linear regression was applied to
nd the relationship between the volumes measured with the
pirometer and the measured curvatures to predict exhaled
olume from the sensor signals for the two spatial locations of
he sensor array. It can be shown that from a simple system of
hese sensors, an accurate assessment of tidal breathing can be
ade, that is similar in accuracy to that previously found for
n external optical system using 80 sensor points on the
horax.27 Figure 11b shows an example of a direct compari-
on of the volume measured from the mouth with a spirometer
Fig. 10 Schematic of optical instrumentation
ig. 11 a Monitoring three successive long tidal breaths using a sing
long tidal breath, showing a comparison between the measured volu
he four curvature sensors discrete points.
ournal of Biomedical Optics 064003-
Downloaded from SPIE Digital Library on 17 May 2011 to 1and the volume calculated from the curvature-sensing array
using the relationship obtained from linear regression.
While this comparison showed encouraging agreement, the
data rate, limited by the capture time of data from the OSA,
was much too low to be of practical use. Consequently, at this
point the digital derivative spectroscopy technique was imple-
mented see Sec. 3. The system was designed to allow for up
to 25 sensors to be addressed using five sources and five de-
tectors, though in practice only nine sensors were used, along
with two sources and five detectors.
for the monitoring of the curvature sensors.
or located on the lower torso. b Typical volumetric variation during
m a spirometer continuous curve and a linear fit to the outputs fromle sens
me froNovember/December 2007  Vol. 1267
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JA second, improved sensing garment was also constructed
y modifying a commercially available Lycra gymnastic vest,
hich provided a close contacting surface to the subject’s
orso. The curvature sensing array consisted of nine sensors,
hich were interrogated using two DFB lasers see Figs. 6
nd 12a. The sensors were placed in a series of pockets
sing Velcro, which allowed them to be easily moved; the aim
eing to choose positions over the torso to enable optimal
onitoring of the thoracic and abdominal movements of the
uman subject during respiration see Fig. 12b.
The sensing array was used to record curvature changes
uring inspiration and expiration; again the flow being simul-
aneously recorded at the mouth of the subject with the
pirometer used previously. The experiment involved normal
hythmic breathing and transient breathing rapid exhalation
ith subject X standing and allowed to adopt his own natural
osture with his arms at rest by his sides breathing naturally.
everal tests 30 trials were performed on subject X. The
uration of each measurement period was approximately one
inute, which consisted of typically ten breaths; this was re-
eated five times to ensure that the sensors measured typical
urface motion of the thorax and abdomen.
A typical response to breathing from one of the sensors
hat is on the monitoring garment is shown for several trials in
ig. 13. While the individual response of the sensor varies
rom trial to trial, it can be seen that the general behaviors are
imilar.
After the experiments were completed, linear regression
as applied, enabling the curvatures obtained from the nine
ensors to predict expired volume. This process assumes that
olume R=A ·s1R+B ·s2R+C ·s3R+D ·s4R . . .
I ·s9R, where the constants A to I are obtained using the
PSS software package,28 and s1 to s9 are the responses of the
ndividual sensors see Figs. 14–16. The assumption of a
inear combination of the curvature sensor outputs was veri-
ed by checking that the differences between the predicted
ig. 12 The curvature sensing scheme for the nine sensors. a The full
f the sensors on the test subject.alues and the observed data had a normal distribution around
ournal of Biomedical Optics 064003-
Downloaded from SPIE Digital Library on 17 May 2011 to 1a mean of zero. In Figs. 14a and 14b, the same linear
regression coefficients are used, with the results of Fig. 14a
used to obtain the coefficients. It can be seen that, while these
coefficients reproduce the general variation of volume with
time, there seems to an overall constant volume error attached
to the data in Fig. 14b, due to a change in posture of the
subject between the trials. These results confirm that the ab-
solute measured volume cannot be inferred from a simple
linear combination of the outputs; it will be necessary to use
the data to reconstruct the shape of the torso to obtain a true
measure of the absolute volume. Work on this aspect will be
published elsewhere.
Figure 14a shows a close correlation between the mea-
sured volume from the spirometer and the volume calculated
from the sensing array; also, the change in volume can be
measured with just one calibration run of the sensing array, as
demonstrated by Fig. 14b. Second, the results shown in Fig.
15a and 15b indicate that regional variations of breathing
movement on the torso can be detected using the system, i.e.,
the thoracic and abdominal locations. This shows that this
sensing scheme has the potential to measure the total volume
array and the interrogator. b Alternative view showing the locations
Fig. 13 The measured curvature response of a sensor located at posi-
tion 1 in zone 1 the top sensor on the thorax while the subject issensingbreathing.
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Jhanges and the regional movement that generates those vol-
me changes.
During testing, it was found that three sensors did not pro-
uce useful outputs; the positions of these sensors are indi-
ated in Fig. 17a. The curvature responses of these sensors
ere closely inspected. Notwithstanding the fact that the cur-
atures experienced by these sensors seemed to be similar to
hose of other sensors on the garment and within the designed
perational range of the devices, it was found that sensor B
howed little response to breathing and the other two sensors
and C appeared to be much more noisy than the other six
ensors see Fig. 17b. Preliminary investigations suggest
hat the location of sensor B simply does not experience much
urvature variation. In the case of sensors A and C, we suspect
hat there is a sharp bend causing buckling of the sensor at
hat point, i.e., a nonuniform curvature, which could signifi-
antly distort the shape of the LPGs’ attenuation bands.
Using linear regression on all the individual sensors re-
ponses, it was found that the volumetric error one standard
eviation obtained between the curvature sensing array and
he measured volume from the spirometer varied from 12 to
ig. 15 Typical examples of the regional variation of the detected curv
ig. 14 Typical examples of normal rhythmic breathing showing the m
olumes for the curvature sensing scheme . Plots a and b repres
he data in a.f sensors in zone 2 and zone 3 as a function of a measured volume at th
ournal of Biomedical Optics 064003-
Downloaded from SPIE Digital Library on 17 May 2011 to 16% of the volume change, as the number of sensors in the
array varied from 4 to 9 see Fig. 18a. It was also observed
that data from sensors A, B, and C, referred to earlier, did not
have a significant effect on the volumetric error.
In a similar vein, when looking at the goodness-of-fit pa-
rameter shown in Fig. 18b the proportion of variation in the
dependent variable explained by the regression model, rang-
ing from 0 to 1, sensors A, B, and C do not make a signifi-
cant contribution, while inclusion of the other six sensors
causes the goodness of fit to rise to 0.94.
The investigation reported was done with one subject. To
confirm the versatility of the sensing garment, it was also
placed on six other subjects with no known respiratory com-
plaints.
All subjects were standing and allowed to adopt their own
natural posture with their arms at rest by their sides; all were
allowed to breathe naturally, several tests being done with
each subject. The duration of each measurement period was
approximately one minute or around ten breaths; this was re-
peated five times to ensure that the sensors measured typical
surface motion of the torso. A summary of the results is
uring respiration over a few breaths: synchronous curvature response
volume change with time from the spirometer — and the predicted
erent trials using the same linear regression coefficients obtained fromature deasured
ent diffe mouth and b the flow rate measured at the mouth.
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Jhown in Table 1. Additional trials were also conducted with
he subjects. First, when the test subjects were asked to
reathe deeply, it was found that the failure rate was similar to
hose shown in Table 1. Second, test subjects were asked to
reathe both normally and deeply in a more erect standing
osture, and again similar failure rates were found for the
ensors on the vest, though these data are not presented in the
ork to aid brevity.
Subjects were chosen to cover a large variation in body
hape, size, and body type ectomorph, mesomorph, and en-
omorph see Table 1. It was found that the number of sen-
ors that did not function correctly was 0 or 1 for the majority
f subjects with just one person an ectomorph having three
ailures see Table 1. This test seems to suggest that a single
ensing garment can be used on a large variety of body types.
t can be seen from Table 1 that the sensor failures occurred in
ll three zones, and that different sensors failed for different
ubjects. Failure symptoms include curvatures out of the de-
ice measurement range and large amounts of noise, perhaps
aused by buckling as discussed earlier.
ig. 16 Two examples of transient breathing rapid exhalation show
ith the predicted volumes from the curvature sensing scheme .
ig. 17 a Schematic of the spatial positions of the curvature sensors
egression fit to the volume shown in Figs. 14 and 15 b Comparison o
.
ournal of Biomedical Optics 064003-1
Downloaded from SPIE Digital Library on 17 May 2011 to 1These preliminary trials were conducted on volunteers who
were all men. While we have not yet carried out trials with
women, the versatility of this approach has been shown. The
sensing system will probably need to be adapted to allow for
differences in chest shape for women. Sensors above the
breasts may reveal important changes in chest movement, but
sensors on the under surface of the breast would be less likely
to be helpful. These aspects will be tested in subsequent stud-
ies. The tests showed a maximum failure rate of three sensors
in a nine sensor array subject A with a failure occurring in
each zone, while for the majority of subjects, only one failure
occurred subjects C, D, and E with no failures with two
subjects B and F.
This is a favorable result when compared to the test subject
who was used for the more detailed test and analysis de-
scribed earlier subject X. In those trials, it can be seen from
Fig. 16 that this test subject had effectively three sensors that
failed in a nine sensor array, with a failure occurring in each
zone see Figs. 12b and 17a. This appears to be a high
failure rate of sensors, but it can be seen from Figs. 18a and
measured volume change with time from the spirometer —, along
torso. The white sensors, A, B, and C, are excluded from the linear
erformance of two functioning sensors see Fig. 16a to failed sensoring theon the
f the pNovember/December 2007  Vol. 1260
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J8b that even excluding these sensors, we obtained a volu-
etric error of 6% with a 0.94 goodness of fit. Comparing
ubject X’s test results with the larger test group used, subject
had three failures, a sensor in each zone, while the rest of
he test group had fewer failures with no multiple failures in
ach zone see Table 1. Again, sharp bending or buckling of
he sensors is likely to be responsible for the failures. Also, it
an be seen from the test that zone 1 yields the greatest num-
er of failures overall. The failures in this zone are probably
ue to the relative flatness of this area and the associated
mall movement of this part of the thorax during breathing
i.e., the sternum for some subjects. This suggests that the
ensor curvature sensitivity may need to be increased for this
osition on the torso. Also inspecting Table 1, excluding sub-
ect A who has a low-body mass index, in zone 2 there is only
ne failure, for subject E, which may be due to the fitting of
he garement on the subject, and there are no failures in zone
. Furthermore, sensor failure rate and location does not ap-
ear to be correlated with the body mass index of the subjects.
While the authors understand that this is a small test group,
t can be seen that there is a large diversity in the shape of the
ig. 18 The performance of the curvature sensing scheme referenced
he measured volume obtained using the spirometer as a function of t
Table 1 The variety of body types used with th
Subject
Body
weight
kg
Height
cm
Chest
circumfer
cm
A 60 180 88.9
B 72 180 96.5
C 80 177.8 104.1
D 82 157.5 104.1
E 98.5 182.9 108
F 105 195.6 115s a function of the number of sensors. The circled data refer to the “failed”
ournal of Biomedical Optics 064003-1
Downloaded from SPIE Digital Library on 17 May 2011 to 1subjects, i.e., weight, height, chest circumference, and body
mass index, making this group an appropriate sample to test
the sensing array’s versatility.
Comparing the performance of our system against those of
other researchers based on magnetometry and inductive sen-
sors such as Refs. 29 and 30 is quite hard. This is due to the
fact that data from the latter systems are used in conjunction
with chest models constructed by Konno et al.1 and Smith et
al.,31 while in our case no model is assumed due to the fact
that our system provides direct detection of the variations in
the shape of the torso during breathing.
Concerning the procedure to obtain the volume change
during breathing: in our scheme, the sensors are initially cali-
brated with respect to curvature in the laboratory. At the mo-
ment, calibration against a spirometer is also required for each
subject; however, current development of our sensor technol-
ogy is aimed at using the curvature data to reconstruct the
shape of the thorax and abdomen, allowing absolute volumet-
ric data to be obtained without calibration to be reported at a
later date, which is not the case in the schemes described in
Refs. 29 and 30.
rometer: a the volumetric error from the sensing array referenced to
ber of sensors. b The goodness of fit of the linear regression model
ture sensing garment.
Number of
array elements
operational
Body
mass
index
Age
ears
Zone
1
Zone
2
Zone
3 kg·m−2
36 2 2 2 18.5
45 3 3 3 22.5
65 2 3 3 25
29 2 3 3 33.3
29 3 2 3 29.4
46 3 3 3 29.1to a spi
he nume curva
ence
Ysensors.
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JThe physical size and weight of our detection scheme can
e separated into two parts. The interrogation unit is approxi-
ately 20158 cm with a weight of 1 kg. Second, the
ensing garment is lightweight and has little bulk. The size of
his interrogation system is comparable to other systems that
ave been reported.29,30 While the authors acknowledge that
his prototype is too bulky to be considered mobile, it is true
o say that the electronic and optical components of the inter-
ogation scheme are based on telecommunications technol-
gy, which is relatively inexpensive and small, and conse-
uently the interrogation unit has the potential to be reduced
onsiderably in size and weight. Thus we strongly believe that
his system has a real potential to be made portable.
The sensing garment reported here has nine sensors over
he thoracic and abdominal regions of the torso extendable to
0 with the current interrogation system, which directly yield
egional variation in shape change during breathing see Fig.
5. This is an advantage over the existing magnetometry and
nductive sensor systems, such as described in Refs. 29 and
0, which can only detect motion in three locations on the
orso. While in our case the test group is small and extensive
nalysis is done with only one subject, the volumetric error
btained with six functioning sensors compared to a spirom-
ter was just 6% over a series of trials. Taken in conjunction
ith the results in Fig. 17 and the data shown in Table 1, this
ompares well against reported studies of other portable sys-
ems, which yield errors of 10% Ref. 29 and 16% Ref.
0.
The authors realize that the major disadvantage of the
resent sensing system is that it does not measure absolute
olume changes. This is not an intrinsic problem with the
pproach; in fact, a new sensor array configuration is being
mplemented to overcome this problem by providing true
hape reconstruction.
Conclusion
s far as we are aware, we report on the first practical inter-
ogation and multiplexing scheme to be demonstrated with
PG sensors. An array of up to nine long-period-grating-
ased curvature sensors on a garment are used to monitor the
horacic and abdominal movements of a human during respi-
ation. These results are used to obtain volumetric tidal
hanges of the human torso, which show agreement with a
pirometer used simultaneously to record the inspired and ex-
ired volume at the mouth, with a volumetric error of 6%
btained with just six sensors. The sensing garment is also
sed on a group of six human males with differing body di-
ensions and with marked variation in body shape. The gar-
ent functioned with an average sensor failure rate of 8%.
Respiratory medical practice has many potential applica-
ions for a vest that can sense thoracic and abdominal move-
ent, and from this derive an accurate output of ventilation
ith respect to time. Any method that requires a mouthpiece
or the subject to breathe through alters the resting ventilatory
tate and so potentially corrupts the diagnostic accuracy of the
echnique. Currently, inductance plethysmography allows a
emiquantitative estimate of ventilation without the use of a
outhpiece,5 but it has a limited ability to define regional
entilation within the thorax. An optical system using 80 sen-
or points on the thorax has been developed, but restricts the
ournal of Biomedical Optics 064003-1
Downloaded from SPIE Digital Library on 17 May 2011 to 1subject to having the chest bare and remaining in one location
relative to four computerized cameras,26 and is therefore not
suitable for ambulatory monitoring.
There are areas of work that still need to be done in terms
of the effects of posture, in that all the studies reported here
are in subjects standing upright. The effect on ventilation
sensed on the surface by our device and at the mouth while a
subject changes from supine to standing and to seated needs
exploring. The future applicability of this device may require
further technological advances with fibers being woven into
conventionally designed garments. This would allow sensors
to be optimally placed to take into account the contour differ-
ences between individuals and between the sexes. Further-
more, this approach would be much more acceptable to wear
than externally applied plethysmographic jackets.30 Our inter-
rogation system based on derivative spectroscopy has the po-
tential to be made small and portable, thus enabling unobtru-
sive ambulatory monitoring of breathing.
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